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Abstract—In the field of small-animal Magnetic Resonance 
Imaging (MRI), multi-channel coils are increasingly being 
used. Two-channel coils based on common conductor between 
the two elements are not considerably used and theoretical 
equations are not explicitly given.  In this work, the design of a 
two-channel NMR coil based on common conductor for 
imaging applications have been carried out using an impedance 
transformation approach. The equations and simulations 
results at an operating frequency of 300 MHz are confirmed by 
the characterization of the two-channel receiver coil prototype. 
 
Index Terms— small animal MRI, tunable device, two-
channels NMR coil. 
I. INTRODUCTION 
uclear magnetic resonance (NMR) is a major non-
invasive spectroscopic or imaging modality used on 
small animal for pre-clinical applications. In vivo 
anatomic, functional and metabolic information can be 
obtained to better understand biological phenomena, 
improve the diagnosis of a disease and follow therapeutic 
response before clinical implantation. Various NMR 
applications such as morphological high resolution imaging 
[1]-[3], spectroscopy [4]-[6] or functional imaging require 
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dedicated receiver coils for specific organs.  
Multi-channel coils also called phased-array coils are 
developed to increase signal sensitivity and Signal to Noise 
Ratio (SNR) which are important parameters of NMR 
receiver coils [7], [8]. These coils are usually used in 
receiving mode only. In this case another larger volume coil 
with a more uniform excitation is used. An active 
decoupling circuit is added on each loop of the multi-
channel coil to actively drive the loop on resonance during 
the receiving phase and out of resonance during the 
transmitting phase. 
These multi-channel coils are widely used for clinical 
applications [9]-[14] but much less developed for small 
animal applications [15], [16] due to the smaller number of 
dedicated MR systems available worldwide. So as to reduce 
mutual coupling in these multi-channel coils, two solutions 
are put forward.  
The first technique consists in overlapping several single 
coil elements. Overlapping is optimized using 
electromagnetic equations and/or simulations using finite 
element method or method of moments [18] seeking out the 
lowest mutual coupling between the two channels [17]. 
Additional decoupling can be achieved with low input 
impedance and low noise figure preamplifiers [9], [19] in 
particular when more than two elements are used. 
The second option is based on a common conductor 
between the loops. In this case, multi-channel coil is not 
composed of overlapped single coil elements but of 
electrically jointed loops with a common section of 
conductor. Decoupling between loops is achieved with a 
capacitor in series with the common conductor. This 
technique usually used in two-channel coils is more easily 
implemented that the overlapping process for low size 
multi-channel coil elements. Moreover, using this method, 
the loop areas are slightly smaller than in the overlapping 
case thus increasing slightly their expected sensitivity. 
These different reasons explain the recent development of 
this technique for small animal applications. The main 
advantage of the two-channel coil using common conductor 
is that it does not require preamplifier decoupling technique. 
In this case, the two-channel coil can therefore be made 
smaller and be used at higher frequency when space is 
limited inside the gradient. Moreover both transmitting and 
receiving phase (transceiver) can be combined on the same 
device [20]. However the theoretical equations of this 
common conductor decoupling technique are not explicitly 
given.  To our knowledge, few recent works utilized this 
technique for human application. A paper presented two 
sensors based on a two-channel coil with a common 
conductor. These two sensors formed a four-channel coil for 
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human cardiac application at 7T [21]. The authors took 
advantage of the surface coils to avoid the low efficiency of 
volume coil in the high-field regime. Their transceiver coil 
did not use preamplifier decoupling technique: decoupling 
between the two elements of the coil is achieved by the 
common section and decoupling between the two sensors is 
assured by the distance between themselves. This work 
shows that this decoupling technique is interesting for 
transceiver coil design and for high-field applications.  
In this paper, in order to define some design rules for 
future realizations, we propose an equivalent circuit and, 
based on common conductor decoupling, develop 
theoretical equations associated to a two-channel coil. This 
study is based on an impedance transformation approach, 
usually used in radiofrequency circuits design. Simple 
circuit simulations of S-parameters were achieved to 
demonstrate the circuit behavior such simulations are not 
time consuming compared to electromagnetic simulations. 
Mandatory inductance and resistance values used in the 
circuit simulations should be obtained either by analytical 
calculations or electromagnetic simulations. Generally, 
authors only present dimension and component values of 
their coil designs. This paper insists on equivalent electrical 
circuit of the two-channel coil. Theoretical and practical 
studies had been performed to validate this circuit.   
The equivalent electrical circuit of a two-channel coil 
with a common conductor is described in section II; the 
equations associated to this circuit are described in section 
III and are validated in section IV by S-parameters circuit 
simulations. A two-channel coil design is described in 
section V and measured in section VI. Finally retrospective 
simulations matching experimental results are presented.   
II. EQUIVALENT ELECTRICAL CIRCUIT 
A simplified physical topology of a two-channel NMR 
coil with a common conductor is shown in Fig. 1a): strip 
conductors form the two loops of the coil and lumped 
elements are added to match each loop. The equivalent 
electrical circuit of the coil is proposed in Fig. 1 b). Two 
(Lb-R-Cc-Lc-Cd) resonant single loops connected with the 
(Lc-Cc) common section form the coil. The NMR signal 
measured with the two magnetic dipoles (loops) is sent to 
the data acquisition cabinet using 50 Ω BNC coaxial cables. 
These connections are represented by two 50 Ω ports in Fig. 
1 b). The Ca capacitors are used for coil matching. The 
resistors R represent the sum of conductor losses, magnetic 
losses and series resistances of lumped elements. The Lb and 
Lc inductors represent the loop conductor inductance and 
the common conductor inductance, respectively. In practice, 
the length of the conductors forming the coil is fixed by the 
imaging area of interest: Lb and Lc are fixed by the width l, 
the length L of the coil and by the conductor width W and 
thickness.  
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Port 2 (50 Ω) 
 
Port 1 (50 Ω) 
 
 
Fig. 1 a) Physical topology. b) Equivalent electrical circuit for a two-
channel NMR coil. 
III. DESIGN EQUATIONS 
A. Channels Decoupling 
Decoupling between channels is an important 
characteristic to obtain good image quality. Indeed if two 
loops are placed near each other, their mutual inductance 
results in splitting of the original resonance into two 
resonances. The sensitivity of the coils at the operating 
frequency is then greatly reduced [9]. The channel 
decoupling is required to restore the original resonance and 
original sensitivity. To achieve a perfect decoupling, the 
two loops must be independent: no transmission between 
the channels at the operating frequency. For multi-channel 
coils using single coil elements a magnetic decoupling is 
applied: coupling between elements is reduced by 
overlapping the single coils; the decoupling phenomenon is 
increased by employing low input impedance preamplifiers 
[9]. To perform this decoupling on the two-channel coil 
with a common conductor (Fig. 1), an electrical decoupling 
is achieved: the Lc-Cc section has to short the loops in order 
to prevent any transmission between the two elements. The 
ground is deported between the two resistors R (represented 
by a black point in Fig. 1b)). A perfect zero of transmission 
is obtained when: 
1
c
c
jL
jC
ω
ω
=  (1) 
with ω=2πf0, where f0 is the operating frequency.  
 
When condition (1) is met, the two loops are decoupled 
and each loop can be considered as a single coil equivalent 
electrical circuit (Fig. 2) at the f0 operating frequency. 
B. Loops Matching 
The decoupled loops can be independently matched to 
Z0=50 Ω. Fig. 3 shows impedance transformations achieved 
a) 
L 
l 
W 
b) 
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by the different elements of each loop. The Lb-R section of 
the coil (Fig. 2) transforms the ground into a Zb’ complex 
impedance by adding a jLbw+R impedance. The Cd parallel 
capacitor adds a jCdw pure imaginary admittance to create 
the Zb complex impedance. The Ca series capacitor subtracts 
a -j/Caw pure imaginary impedance giving the Z0 port 
impedance.  
Zb’ 
R 
Ca 
Cd 
Lb 
Z0 
Ze Zb 
 
Fig. 2 Equivalent electrical circuit at the coil operating frequency. 
  
The Zb loop input impedance is given by: 
2 2 3
2 2 2 2 2 2(1 ) ( ) (1 ) ( )
b d b d
b
b d d b d d
L R C L CR
Z j
L C RC L C RC
ω ω ω
ω ω ω ω
− −
= +
− + − +
 (2) 
This equation shows that the real part of Zb impedance 
depends on the R and exists only if R is different from zero. 
The Ca capacitor enables adjusting the imaginary 
impedance and adapting the coil at the 50 Ω port.  
e b
a
j
Z Z
C ω
= −  (3) 
Real and imaginary parts matching of Zb impedance gives 
two equations linking R, Lb, Cd and Ca values:  
02 2 2(1 ) ( )b d d
R
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 (4) 
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Fig. 3 Impedance transformations on the Smith chart. 
 
C. Tunable Elements 
The Ze input impedance has to be adjustable to match the 
loops in the magnet when the coil is placed on the animal. 
Indeed the background around the coil (animal and metallic 
magnet bore) shifts impedance and resonant frequency of 
each element. To adapt the real and imaginary loop 
impedances, two out of the three Lb, Cd or Ca parameters 
must be adjustable. Variable capacitance can be realized 
with mechanically adjustable capacitor or with varicap 
diodes. Variable inductance can be obtained with a fixed 
inductor in series with a variable capacitor as reported in 
previous work [22].  
IV. CIRCUIT SIMULATION RESULTS 
To validate the two-channel coil equivalent electrical 
circuit and equations presented in the previous section, 
circuit simulations were carried out with Designer software 
(Ansys, USA). Physical dimensions of the Fig. 1a) design 
were specified by the imaging area of interest corresponding 
to the rat’s brain coverage (L=30 mm , l=52 mm) at 7T. 
Loop conductors were fixed to 35 µm thickness and 4 mm 
width section of copper tape. Inductance values were 
obtained using Grover formula [24]: The Lc inductance is 
evaluated to 10.5 nH and Lb to 42 nH. These values are 
introduced in equations (1) (4) (5) to extract the Cc, Cd and 
Ca capacitances; R value is fixed to 1.1 Ω corresponding to 
a realistic value of the real device and the operating 
frequency is fixed to f0=300 MHz corresponding to the 
proton Larmor frequency in a 7T static magnetic field: 
- The equation (1) gives Cc value as 26.8 pF.  
- Cd=5.7 pF and Ca=1 pF were calculated with 
equations (4) and (5) in order to match the loops at 
50
 
Ω ports (these values are reported in Table I). 
The electrical circuit of the Fig 1 was simulated: the S 
parameters results are presented in Fig 5 a). Since S11= S22 
and S21= S12 for passive symmetric circuit, only S11 and S21 
modulus results are presented. |S11|<-20 dB shows the 
matching of each channel and |S21|<-20 dB shows 
decoupling between the two channels with a zero of 
transmission (|S21|→-∞ dB) at the operating frequency. This 
simulation validates design equations presented in section 
III and the extraction of capacitance values. The Ca value 
equal to 1 pF is small for a real construction of the coil with 
Surface Mounted Components (SMC). To increase the Ca 
value, Lb value must be decreased to keep the impedance 
matching. These impedance transformations are deduced 
from Fig. 3. As the length of the conductors forming the coil 
is fixed by the imaging area of interest, the total inductance 
of a loop is also fixed. The inductance Lb (Fig. 1b)) can be 
reduced by adding a Cb capacitor in series with the loop 
conductor (equation (6)): Lb of Fig. 1b) is replaced by Lb’ in 
series with Cb (Fig. 4); where Lb’ is the loop conductor 
inductance and Lb the inductance used in equations (2), (4) 
and (5). 
' 1
bb
b
jL jL
jC
ω ω
ω
= +              
 (6) 
The inductance of a loop Lb’ remains equal to 42 nH and Lb 
is reduced to 7.42 nH by adding a capacitor Cb=8.14 pF 
(equation (6)). The new values of Ca and Cd using equations 
(4) and (5) are 6.6 pF and 33 pF respectively.  
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Fig. 4 Lb reduction by adding a series Cb capacitor.  
 
Curves in Fig. 5 b) show S-parameter modulus with 
Ca=6.6 pF, Cc=26.8pF, Cd=33 pF, Lb=7.42 nH and Lc=10.5 
nH. The matching of each channel (|S11|<-20 dB) and the 
zero of transmission (|S21|→-∞ dB) at the operating 
frequency confirms the new capacitance values.  
Curves in Fig. 5 c) show S-parameter modulus replacing 
the inductance Lb by an inductor Lb’=42 nH in series with a 
capacitor Cb=8.14 pF and using the same Ca, Cc, Cd 
capacitor values as in Fig. 5 b). S parameters of Fig. 5 a) 
and b) confirm the coil equivalent electrical circuit. These 
curves also validate equations (4) and (5) which yield the 
component values giving a good adaptation of the loops and 
a perfect decoupling between elements. Fig. 5 a) and c) are 
superposed showing the equivalence between the two 
electrical circuits using the same inductors but different 
capacitor values. Comparison between Fig. 5 b) and c) 
confirm the equivalence between Lb and Lb’ in series with 
Cc at the operating frequency.  
We can see on Fig. 5 that the quality factor (Q) increases 
when the loop inductance increases (comparison between 
Fig. 5 a) and b)). This observation is consistent with the 
given definition of quality factor for a single coil element: 
Q=w L/R where L is the loop inductance of the coil and R 
its resistance. This definition is confirmed by Fig. 5 a) and 
c) where the quality factor depends only on loop inductance 
and resistance; capacitor values do not modify this quality 
factor. Note that quality factor measured at 50 Ω and called 
QL (for loaded quality factor) is given by QL=Q/2 [16], 
[23]. 
-50
-40
-30
-20
-10
0
260 270 280 290 300 310 320 330 340
S11
S12
S11
S12
S11
S12
Frequency (MHz)
a) b) c)
 
Fig. 5 |S| parameters simulations of the coil a) with Lb=42nH, b) with 
Lb=7.4nH and c) with Lb’=42nH in series with Cb=8.1pF.  
 
These circuit simulations validate the electrical circuit and 
the equations established in the previous section:  
- The common conductor composed of Lc and Cc 
elements is only useful for decoupling between the 
two loops.  
- This common conductor does not interfere with the 
loop functioning at the operating frequency (Fig. 
2).   
V. DESIGN 
To validate theoretical and simulated results with 
experimental results, a two-channel NMR coil was built. 
This coil was designed for rat brain imaging and to be used 
on a Bruker 7T Biospec MR scanner (Bruker, Ettlingen, 
Germany). Using hybrid technology, the coil was built on a 
flexible substrate so as to fit the animal’s morphology. Each 
coil element was matched to 50 Ω at the proton Larmor 
frequency in a 7T static magnetic field, i.e. f0=300 MHz. 
Fig. 6 illustrates the NMR receiver coil. 
To decouple the receiver coil from the transmitter coil 
(active decoupling), each loop integrated an active 
decoupling circuit made with two parallel DH80055 PIN 
diodes (Temex Ceramics, Pessac, France) biased at 3.8 V. 
These diodes are placed in series with the Lb inductance to 
detune the surface coil during the transmission phase. Two 
50 cm length BNC cables were soldered at the two loop 
inputs (50 Ω ports on Fig. 6) to connect the coils to the 
acquisition data cabinet.   
 
Fig. 6 Photograph of the two-channel NMR coil.  
A. Inductors 
Inductor values were determined using Grover formula 
[24]. The Lc inductor is in the range of 9.9 nH to 14.7 nH 
for a conductor length between 23 mm and 30 mm. The Lb’ 
inductor is between 33.1 nH and 46.9 nH for a conductor 
length between 63 mm to 80 mm. Conductor length error 
presented in Fig. 7 depends on the internal/external loop 
measurements ∆l1 but also on measurement under the SMC 
soldering ∆l2.   
 
Fig. 7 Zoomed photograph of the receiver NMR coil.  
Lb Lb
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B. Variable Elements 
The Lb inductance and the Ca capacitance are chosen to 
be the two variable elements. Lb was realized using an Lb’ 
inductor in series with a Cb capacitor. Ca and Cb 
capacitances enabled tuning and matching for each loop. Ca 
capacitance is achieved with one variable capacitance diode 
BB149 (Philips Semiconductors, Eindhoven, Netherlands) 
varying from 2 pF to 20 pF for a bias voltage varying 
respectively from -30 V to 0 V. Cb capacitance is realized 
with a variable capacitance diode BB149 and three fixed 
capacitors (in series and parallel). Cb capacitance varies 
from 6.8 pF to 8.5 pF for diode bias voltage varying 
respectively between -30 V and 0 V. The tuning/matching 
and active decoupling circuits were designed to be 
interfaced and driven by the “cross coil interface unit” from 
the Bruker system. The “cross coil interface unit” gives a 
bias voltage for PIN diodes command (-32 V or 3.8 V for 
active decoupling/coupling) and four variable bias voltages 
(varying from -32 V to -1 V) for both tuning/matching of 
each loop.   
Tunable elements and their bias circuits require some free 
space on the coil. Therefore ground and 50 Ω ports were 
moved a few centimeters away. This line extension adds an 
Lgnd parasitic inductance between the ground and the coil 
presented in Fig. 6.  
C. Capacitors 
Cc and Cd capacitors are non magnetic case A series 100 
ATC capacitors (American Technical Ceramics, New York, 
USA). The Cc value was experimentally adjusted to 
minimize the |S12|dB parameter between the two channels at 
the operating frequency. Cc is composed of four fixed 
capacitors in parallel (12//10//2.2//2.2=26.4≤2.6 pF) while 
Cd is a single fixed capacitor with a value of 33≤3.3 pF. 
D. Resistance 
The R series resistance of the coil is one of the most 
important parameter to reach a good quality factor. This 
equivalent series resistance depends on the parasitic 
resistance of SMC elements, on the conductor resistance 
and on the magnetic losses.   
Resistance due to SMC elements can be estimated using 
manufacturer’s datasheet: 
- ATC capacitors have an ESR equivalent series 
resistance (in ohm) which depends on the CapaVal 
capacitor value in pF. ESR can be given by : 
                          
0.621.23*ESR CapaVal −=  (7) 
- Series resistance of PIN diodes is 0.25 Ω maximum 
at 120 MHz for a 50 mA current. 
- Series resistance of BB149 varicaps is 0.75 Ω 
maximum at 470 MHz.  
The total estimated series resistance taking into account 
all SMC elements was about 1.24 Ω maximum. 
 Conductor resistance calculated at 300 MHz for a 4 mm 
x 35 µm section of copper was 0.56 Ω/m. For about 10 cm 
length loop, the resistance was around 0.056 Ω which is 
negligible compared to the equivalent series resistance of 
the SMC elements. 
VI. RESULTS 
A. |S| Parameters Measurements 
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Fig. 8 Retro-simulated and measured results of the coil loaded by a 
cylindrical phantom of saline water. a) coil is matched; b) coil is detuned. 
 
The coil presented in Fig. 6 was measured with an 
Agilent ENA300 Vector Network Analyzer (Agilent 
Technologies Inc., Santa Clara, CA, USA). Fig. 8 shows 
measurements on the coil which has been loaded with a 35 
mm diameter and 10 cm length cylindrical phantom filled 
with saline water (5 g/L of NaCl, conductivity of about 1 
S/m) to mimic a rat inside the coil. For the first channel Ca1 
was biased by VCa1=-7.6 V and Cb1 was biased by VCb1=-2.1 
V. The second channel was biased with VCa2=-7.9 V and 
VCb2=-3 V to independently match the loops to the 50 Ω 
port. Capacitance values of diode BB149 could be extracted 
from datasheet. Manufacturer capacitance value versus 
diode bias voltage is shown in Fig. 9. The -8 V and -7.6 V 
voltage values approximately give Ca1=6 pF and Ca2=6.5 pF 
respectively. The -3 V and -2 V voltage values correspond 
to about 12 pF and 15 pF diodes capacitances. Because Cb 
is composed of a diode with three fixed capacitors (in series 
and parallel), the equivalent values Cb for each channel are 
a) 
b) 
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Cb1=8.1
 
pF and Cb2=8.2 pF. Loops were matched at 50 Ω 
for 300 MHz and a good decoupling (better than -35 dB 
over all frequencies) was achieved between the two 
elements. Experimental and retroactive simulation (detailed 
in the next paragraph) results are shown in Fig. 8, a) when 
PIN diodes is activated, i.e. the coil is matched and b) 
blocked, i.e. the coil is detuned. The independently tuned 
|S11| and |S22| parameters are superposed in Fig. 8 and show 
the good matching for each loop. In the same way, |S12| and 
|S21| parameters exhibited a similar level in each 
transmission direction. Quality factor of each loop was 
measured at -3.5 dB on the |S11| and |S22| parameters for 
coil unloaded and loaded, taking into account the -0.5 dB 
losses observed in measurements on the whole frequency 
band. Quality factors of 78 and 89 are obtained respectively 
for the two loops of the unloaded coil; 52 and 55 for the 
loaded coil.  
 
Fig. 9 Typical capacitance values of diode BB149 versus reverse 
voltage; extracted from manufacturer datasheet. 
 
These measured results are not in good agreement with the 
circuit simulations corresponding to the design. Indeed the 
zero of transmission (|S12|→-∞ dB) observed in simulation 
(Fig 5 c)) at the operating frequency is not obtained in 
measurements (Fig. 8). Moreover the measured 
transmission curves (|S12| and |S21|) are distorted compared 
to the simulation curve which is symmetric around f0. 
B. Retrospective Simulations  
The equivalent electrical circuit of the two-channel NMR 
coil was modified to understand the difference between 
measurements and first simulations. Two elements 
presented in Fig. 10 have been added in the circuit: an Lgnd 
inductor and two 50 Ω loss transmission lines representing 
the parasitic inductance connected between the ground 
plane and the coil and the coaxial cables connected at the 
loop input, respectively. To fit retrospective simulations 
with measured results Lgnd is tuned to 4 nH and 0.54 dB/m 
of loss are added in the transmission lines. In the detune 
mode, a capacity of 4 pF was added in series with Lb’ to 
represent the two parallel PIN diodes. The other component 
values were kept identical as in section IV in agreement 
with the coil design (R=1.1 Ω, Ca=6.6 pF, Cd=33 pF, 
Lc=10.5 nH, Cc=26.8 pF, Lb’=42 nH in series with Cb=8.14 
pF). Fig. 8 b) illustrates that the transmit/receive decoupling 
is well achieved and also validates the equivalent electrical 
circuit in detune mode.    
Additional retrospective simulations have shown that the 
effect of the ESR distribution on each component can be 
neglected compared to the Lgnd parasitic inductance and 
losses in transmission lines. Indeed this effect is localized 
near the operating frequency and does not explain curve 
distortion over all frequencies.  
The retrospective simulation and the measured results are 
superposed in Fig. 8. Comparison between the simulations 
(Fig. 5 c)) and retrospective simulations show (Fig. 8) that: 
- the Lgnd inductance impairs the perfect zero of 
transmission at the operating frequency and distorts the 
transmission curve, 
- the loss transmission lines add -0.5 dB on |S11| 
parameter over all frequencies. 
 
Fig. 10 Equivalent electrical circuit of a two-channel NMR coil taking into 
account the Lgnd parasitic inductance and the coaxial input cables. 
 
Retrospective simulations and measurements presented in 
Fig. 8 are now in good agreement. Only a 15 dB difference 
remains on the transmission between loops (|S21| in Fig. 8); 
a better decoupling is observed in measurements compared 
to simulation prediction. More rigorous electromagnetic 
simulations taking into account all dielectric, magnetic and 
radiation losses might lead to a better understanding of this 
mismatch.   
The values of all elements used for calculation, 
simulations and in the design of the coil are summarized in 
Table 1. It shows the coherence between calculation, 
simulations and design, validating the equivalent electrical 
circuit and the equations of the two-channel NMR coil.  
C. Magnetic Resonance Imaging 
To validate the RF coil use, two morphologic rat brain 
images acquired at 7T are presented in Fig. 11. The 
sequence was used with the following parameters: 
FOV = 26 x 26 mm
2
, 384 x 512 matrix size, 5 slices of 
3 mm thickness, 50 kHz receiver bandwidth (rbw), 
TR/TE = 661.6/59.4 ms. A transmit birdcage coil with 112 
mm outer diameter and 72 mm inner diameter (Bruker, 
Germany) was employed for RF pulses excitation and a 
surface coil especially designed for rat brain imaging was 
used in receiving mode only. Fig. 11 a) and Fig. 11 b) show 
results obtained with a 25 mm inner diameter single coil and 
with the two-channel coil (Fig. 6), respectively.  For each 
Ca 
R 
Lb’
 
Lc 
C c 
R 
C d 
C a 
C d  
Lb’ CbCb
Port 1(50 Ω) Port 2(50 Ω) 
L=50cm 
Z=50 Ω  
α=0.5dB/m 
 
L=50cm 
Z=50 Ω  
α=0.5dB/m 
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receiver coil, SNR value was measured on two regions of 
interest (ROI) presented in Fig. 11. First ROI is placed at 
2.5 mm from the coil. The second ROI is placed at 1 cm 
from the coil, in the deep brain area including the olfactory 
cortex. A 7.2±2 mean SNR was measured for the single coil 
and 14.7±3.6 was obtained for the two-channel coil. Use of 
the two-channel coil nearly doubles the measured SNR-
value compared to that of the single coil.  
These MRI results validate the coil design and confirm 
the advantage of a two-channel surface coil compared to a 
single coil; acquisition times can be divided by four thanks 
to the improved SNR. This two-channel coil is interesting 
for functional or high resolution MRI applications where 
SNR and acquisition time are important parameters.   
 
 
Fig. 11 Morphologic rat brain MR imaging a) with a single coil, b) with 
the two-channel coil. 
VII. CONCLUSION 
Equations to design a two-channel NMR coil have been 
established using an impedance transformation approach. 
They were validated by circuit simulations, design of a two-
channel coil and the measurements of characteristic 
parameters. Finally, the coil was successfully tested on 
morphologic rat brain images acquired at 7T. A better 
modeling of the inductance values introduced in equivalent 
electrical circuit could be obtained using electromagnetic 
simulations based on finite element method or method of 
moments. Comparisons between circuit simulations and 
measurements have demonstrated the influence of the most 
important parasitic element: the Lgnd parasitic inductance. 
This element has to be considered in the equivalent 
electrical circuit for future conception. Complementary 
studies of the design are intended to minimize the parasitic 
inductance and to restore the ideal zero of transmission 
between the two channels.  
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